How to use your ProAir RespiClick (albuterol inhalation powder)

108 mcg of albuterol sulfate (90 mcg of albuterol base) per inhalation

<table>
<thead>
<tr>
<th>What is my prescription?</th>
<th>Special Instructions</th>
</tr>
</thead>
<tbody>
<tr>
<td>Your ProAir RespiClick inhaler delivers your dose of medicine as a very fine powder that you may or may not taste or feel. Do not take an extra dose of medicine even if you do not taste or feel the medicine. If you need your rescue medication more than 2 times a week, call your doctor.</td>
<td></td>
</tr>
</tbody>
</table>

What can I expect while I take this medication?

ProAir RespiClick will work within minutes and make breathing easier. After you use your medicine, you may feel jittery. ProAir RespiClick is a quick-relief (rescue) inhaler. It relaxes the muscles around your airways to prevent or treat bronchospasm.
When to replace your ProAir RespiClick:

1. The counter on the back of your inhaler shows how many doses you have left.
2. When there are 20 doses left, the dose counter color will change to red, and you should refill your prescription.
3. When the counter displays 0, your ProAir RespiClick is empty, and you should stop using the inhaler and throw it away.

How to use your ProAir RespiClick:

1. Make sure the red ProAir RespiClick cap is closed before you begin using your inhaler.
2. Hold the inhaler upright and open the red ProAir RespiClick cap fully. When you open the cap, a dose of ProAir RespiClick will be activated for delivery of the medicine.
3. You will hear a “click” sound when the cap is opened fully. If you do not hear the “click” sound the inhaler may not be activated to give you a dose of medicine.
4. Breathe out fully (in preparation to breathe in medication). Do not exhale into the inhaler mouthpiece.
5. Put the mouthpiece in your mouth and close your lips around it. Do not block the mouthpiece with your teeth or tongue. Do not block the vent above the mouthpiece with your lips or fingers.
6. Breath in quickly and deeply through your mouth.
7. Remove the inhaler from your mouth.
8. Hold your breath for 10 seconds or as long as you comfortably can, and then breathe out.
9. If your doctor has prescribed more than one dose, wait 30 seconds and repeat above.
10. Always close the cap after each inhalation so your inhaler will be ready for you to take the next dose. Do not open the cap unless you are ready for
your next dose. If you need another dose, close the cap and then repeat the steps above.

**How to clean your ProAir RespiClick:**
Routine maintenance is not required. Do not wash or put any part of your inhaler in water. Do not take the device apart.
1. If mouthpiece needs cleaning, gently wipe mouthpiece with a dry tissue or cloth.

**Do not use ProAir RespiClick with a spacer.**

**ProAir RespiClick is used to treat sudden symptoms of your health condition. Always carry your rescue inhaler with you.**

- To learn more about your health condition visit:  
  [http://www.med.umich.edu/careguides](http://www.med.umich.edu/careguides).
- To learn more about the ProAir RespiClick inhaler visit:  

Disclaimer: This document contains information and/or instructional materials developed by Michigan Medicine for the typical patient with your condition. It may include links to online content that was not created by Michigan Medicine and for which Michigan Medicine does not assume responsibility. It does not replace medical advice from your health care provider because your experience may differ from that of the typical patient. Talk to your health care provider if you have any questions about this document, your condition or your treatment plan.

Reviewed by: Valerie Nolt, PharmD

Patient Education by Michigan Medicine is licensed under a Creative Commons Attribution-NonCommercial-ShareAlike 4.0 International Public License. Last Revised 05/2019